Success of a dental implant is largely influenced by the initial stability generated at its time of placement. Numerous studies have attempted to further identify the factors that influence primary stability. Insertion torque and resonance frequency analysis and objective values that can be measured and have been proven to show a direct relationship with initial stability.
Significant differences in insertion torque and RFA among the three drilling protocols were observed, with the Versah drills showing substantially higher values. No difference was observed between the two implant systems in regard to insertion torque and RFA. Minimal difference was shown between the R protocol and Versah protocol for the TX system in terms of BIC and BAFO.
However, the EV system showed a large difference between the R protocol and Versah system in terms of BIC and BAFO with the Densah system being substantially higher in both categories. The EV system also had much higher BIC and BAFO in all drilling protocols compared to the TX system. Significantly more autogenous bone chip debris in direct contact with the implant surface were observed with Versah drilling protocols.
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The aim of this study was to determine if a new drilling system based on osseodensification, had any effect on the primary stability and healing outcomes of 2 different implant systems of different macrogeometries, but similar surface treatments.
The conclusions of this study are that the osseodensification created by the Densah drilling protocol provides a substantially higher insertion torque and RFA compared to the manufacturer recommended protocol, leading to improved clinical performance.
Also, that Astra EV has superior osseointegration capability compared to the Astra TX with Densah protocols. 
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